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Stimulated Raman scattering (SRS) microscopy has opened up a wide range of biochemical imaging applications
by probing a particular Raman-active molecule vibrational mode in the specimen. However, the original
implementation with picosecond pulse excitation can only realize rapid chemical mapping with a single Raman
band. Here we present a novel SRS microscopic technique using a grating-based pulse shaper for excitation and a
grating-based spectrograph for detection to achieve simultaneous multicolor SRS imaging with high sensitivity
and high acquisition speeds. In particular, we use a linear combination of the measured CH2 and CH3 stretching
signals to map the distributions of protein and lipid contents simultaneously.
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1. Introduction

Stimulated Raman scattering (SRS) microscopy has
been developed as a powerful tool for label-free

chemical imaging with high chemical specificity and

high acquisition speeds up to video rate [1–10]. In SRS

microscopy, the sample is coherently excited by two
lasers: one is the pump beam with frequency !p and the

other is the Stokes beam with frequency !S. When the

beat frequency D! ¼ !p � !S is equal to a particular

Raman-active molecular vibration of the sample, SRS
signals, including both stimulated Raman loss (SRL)

and stimulated Raman gain (SRG), are generated due

to the nonlinear interaction between the photons and

the molecules [11]. SRS is free from the non-resonant
background, exhibits an identical spectrum as the

spontaneous Raman, and is linearly proportional to

the concentration of the analyte, and therefore allows

straightforward quantification with SRS. All of these
features make SRS a more desirable analytical tool

than CARS [12].
In the original implementation of SRS microscopy,

two transform-limited picosecond (ps) lasers with
narrow spectral bandwidth were used to excite a

single Raman-active vibrational mode for fast imaging

with high spectral resolution [5]. However, with this

ps–ps excitation scheme, other vibrational modes of
the sample are not excited, which fails to utilize the full

advantage of the rich Raman spectroscopic informa-

tion and therefore it is not possible to distinguish

mixed chemical species with overlapped Raman bands

in the sample. For quantitative analysis, such as the

concentration ratios between different chemical com-

pounds, multicolor imaging with multiple chemical

contrasts is highly desirable. Furthermore, simulta-

neous mapping of different chemical species in the

same sample is extremely important for the investiga-

tion of the co-distribution or dynamic correlation

between pairs of biomolecules in many in vivo biolog-

ical and biomedical applications [13]. In addition, since

the cross phase modulation signal and two-color

two-photon absorption (TPA) from pigments or

blood may exist as a global non-Raman background

in SRS, additional contrast away from any Raman

resonance is mandatory in order to remove the

background for acute quantitative investigations [14].
To image different Raman modes of the sample, a

simple way is to tune the frequency of the pump beam

or the Stokes beam in sequential scans [15]. However,

this wavelength-tuning approach may lose the

co-localization information of different Raman

modes, especially when the sample is in a dynamic

environment. Spectrally tailored excitation SRS

(STE-SRS) microscopy realizes highly specific imaging

of a particular chemical species in the presence of

interfering species by spectral modulation of a broad-

band pump beam at high frequency, allowing detection

of the SRS signals of the narrowband Stokes beam

with high sensitivity [16]. However, with this method,

only one chemical contrast is obtained for each

scanning. To image other chemical species, another
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unique mask has to be designed and used for the
spectral manipulation. Multiplex SRS microscopy with
the double-modulation and double-demodulation
approach based on a multichannel acousto-optical
tunable filter (AOTF) device realized multicolor imag-
ing with multiple chemical contrasts for quantitative
determination of different chemical species [17].
Unfortunately, the scanning speed is limited by the
secondary frequency modulation and demodulation
procedure.

In this paper, we present a multicolor SRS micro-
scopic imaging technique with the integration of
grating-based spectral manipulation and grating-based
spectrographic detection. Using this approach, multi-
color images with highly specific multiple chemical
contrasts are acquired in parallel with high acquisition
speeds (typically�1.2 s per frame of a 512� 512 image).
A narrowband ps laser (Stokes beam) and a broadband
femtosecond (fs) laser (pump beam) are synchronized.
The fs beam is spectrally tailored into a comb-shape
spectrum with a few narrowband peaks using a grating-
based pulse shaper. The Stokes beam is amplitude
modulated at a high frequency (�10MHz). A grating-
based spectrograph in the detection path after the

condenser is used to disperse the several peaks into
different directions. The SRL signal in each spectral
peak of the pump beam is measured by an independent
photodiode followed by a phase-sensitive lock-in ampli-
fier. We demonstrate the technique by imaging a
mixture of polystyrene (PS) and poly(methyl methacry-
late) (PMMA) beads. Using a linear combination of the
measured CH2 and CH3 stretching signals, we were able
to map the distributions of the protein and lipid
contents simultaneously in mouse ear skin tissue.

2. Experiments

The experimental setup for the multicolor SRS micros-
copy is shown in Figure 1. A broadband fs Ti:Sapphire
laser source (Mira 900D, Coherent Inc.) is synchro-
nized to a narrowband ps Nd:YVO4 laser (High-Q,
picoTRAIN) with a Synchrolock system (Coherent
Inc.). The broadband fs laser beam (700mW, FWHM
�18 nm) is delivered into a reflection-configured
grating-based pulse shaper [16,18]. An opaque ampli-
tude mask with pre-designed triangular multi-slits is
placed on the focal plane of the spectrum dispersed by
the grating (inset of Figure 1) to generate a
comb-shape spectrum with multi-narrowband peaks.
The horizontal position of the slit determines the
central wavelength of each peak, while the width of the
slit determines the spectral bandwidth and the average
optical power of each peak. By adjusting the height of
the mask, a balance between the bandwidth and the
power of each peak can be achieved. Alternatively, a
liquid crystal spatial light modulator (SLM) can be
used for convenient adjustment of different spectral
patterns [16]. In our experiment, up to three spectral
peaks are used. The comb-shape spectrum (pump
beam) is collinearly combined with the synchronized ps
laser beam (Stokes beam) on a dichroic mirror and
delivered into a modified laser scanning microscope
(FV300, Olympus). The ps pulses at 1064 nm are
amplitude modulated by the electro-optic modulator
(EOM) with a polarizer at high frequency (�10MHz).
In the detection part, another grating is used to
spatially disperse the three peaks, which are collected
by a cylindrical lens and detected by a photodiode
array, followed by home-made lock-in amplifiers for
multicolor SRL detection [2]. No optical blocking filter
is needed because the Stokes beam at 1064 nm is
diffracted into a much larger angle compared with the
multi-peaks in the pump beam.

In a typical laser-scanning microscope, two-
dimensional (2D) imaging is often realized through
beam scanning with 2D galvo mirrors. However, in our
setup, scanning of the laser beam with large amplitude
along the spectral dispersion direction may result in

Figure 1. Schematic diagram of the experimental setup for
simultaneous multicolor SRS microscopy. A broadband
femtosecond (fs) laser source is synchronized to a narrow-
band picosecond laser. The fs pulse is tailored into a
comb-shape spectrum with multi-peaks using a grating-
based pulse shaper, each of which corresponds to a
particular Raman-active molecular vibrational frequency.
A grating-based spectrograph scheme is used to disperse
the multi-peaks into different directions and the SRL
signals are detected by a home-made photodiode array
with parallel lock-in demodulators. G, grating; CL, cylin-
drical lens; L, lens; M, mirror; DM, dichroic mirror; EOM,
electro-optic modulator; MO, microscopic objective; CO,
condenser; PD, photodiode.
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spatial crosstalk among adjacent channels, thus limit-
ing the effective imaging field of view. We resolved this
problem by replacing 2D beam scanning with a strip
scanning method: a motorized sample stage moves
along the spectral dispersion direction at a constant
speed, while the beam scans along the perpendicular
direction in the line-scan mode. The motion of the
beam in one direction was minimized by a cylindrical
lens and therefore there is no effect on the imaging
quality. The whole system is synchronized and oper-
ated by Labview programming. For mosaic laser
confocal imaging, the strip scanning method is three
times as fast as the traditional 2D scanning [19].

3. Results

Figure 2(a) shows spectra of the fs laser pulse before
and after passing through the grating-based pulse

shaper. Three narrowband peaks are obtained. Note
that there are no sidelobe or crosstalk features.
The central frequencies of the three peaks are selected
to detect the corresponding Raman shift of interest.
The bandwidth of the peaks determines the spectral
resolution of our system. In principle, the narrower the
bandwidth, the higher the spectral resolution of the
SRS chemical selective imaging we can achieve.
However, narrowing the bandwidth means lowering
the optical power. In our experiment, we balance the
spectral resolution (�10–20 cm�1) and the average
power (�8–15mW for each peak of the sample).
We first characterized our system by imaging a mixture
of 6 mm polystyrene (PS) beads and 1–5 mm poly(-
methyl methacrylate) (PMMA) beads spin-coated on a
cover glass. The spontaneous Raman spectra of the
two types of beads are shown in Figure 2(b), with the
three pre-selected bands indicated by the color bars,
and their corresponding SRS images are shown in

Figure 2. (a) Representative spectra of the femtosecond laser pulse before and after the grating-based pulse shaper. (b) Raman
spectra of polystyrene (PS) and poly(methyl methacrylate) (PMMA). The color bars indicate the Raman frequencies selected for
the simultaneous three-color imaging of mixed 6mm PS and 1–5 mm PMMA beads as shown in (c)–(f). (c) At 3054 cm�1, only PS
beads produce strong SRS signals (red). (d) At 2950 cm�1, only PMMA beads are visible (green). (e) Overlay of (c) and (d). (g)–(j)
Normalized intensity profile across the lines indicated in (c)–(f). (f) At 2900 cm�1, both PS and PMMA beads are visible (yellow),
respectively. The average power of each peak in the comb-shape spectrum of the sample is �8mW. The scale bar is 10 mm.
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Figures 2(c)–(e). In Figure 2(c), at 3054 cm�1, only PS

beads produce strong signals, while PMMA beads are

almost invisible, as demonstrated by the line intensity

profile in Figure 2(g); in Figure 2(d), at 2950 cm�1,

only PMMA beads are visible (Figure 2(h)); and in

Figure 2(f), at 2900 cm�1, both of the beads are

visualized. Figure 2(e) is the overlay of Figures 2(c)

and (d), which matches well with Figure 2(f), con-

firmed by the line profiles as shown in Figures 2(i)

and (j). These representations can be explained by the

characteristic Raman intensities of PS and PMMA at

the three frequencies, as shown in Figure 2(b). Further

quantitative analysis is also possible to distinguish pure

chemical species from the mixed analyte. These results

validate the multi-contrast capability and chemical

specificity of our system. In addition, it is worthy of

note that since the three-color images are acquired

simultaneously, this approach provides perfect co-

localized information from the specimen, even though

some parts of the sample may move during imaging.
Since SRS exhibits linear concentration depen-

dence, it is possible to quantitatively distinguish

different chemical species with overlapped Raman

bands, assuming that each chemical species has char-

acteristic Raman features and the calibration data

from each pure species are available. In a mixture of m

chemical species, the detected multicolor SRS signals

from n channels (Sn) can be expressed as

Sn ¼
XM
m¼1

cm � km,n,

km,n ¼ a �

Z
�m,nð!p, n � !SÞ � Eð!p, nÞ � Eð!SÞ d!p, n d!S,

ð1Þ

where cm and �m, n are, respectively, the concentra-

tion and the Raman cross section of a particular

chemical species within a certain channel for multi-

color imaging. m, as an integer from 1 to M, denotes

different chemical species, while n, as an integer from

1 to N, denotes different channels. !p and !S are the

pump and Stokes optical fields. � is a constant. The

bundled parameter km,n is equal to the integration of

the Raman cross section and the excitation optical

fields. For simplicity, we define the matrix associated

with km,n as

T ¼

k1,1 k2,1 � � � kM,1

k1,2 k2,2 � � � kM,2

..

. ..
.
� � � ..

.

k1,N k2,N � � � kM,N

2
6664

3
7775, ð2Þ

and therefore the concentration of m chemical species
can be calculated using the equation

c1
c2
..
.

cM

2
664

3
775 ¼ T�1 �

S1

S2

..

.

SN

2
664

3
775, ð3Þ

where T�1 is the inverse matrix of T, which can be
directly measured for pure chemical species with our
system to serve as the calibration data. From
Equations (1)–(3), it is clear that, with N-color SRS
imaging, M chemical species can be retrieved quanti-
tatively when N¼M. Note that, with N4M, an
overdetermined system will improve the detection
sensitivity.

We use a linear combination of signals at different
vibrational frequencies for quantitative multicolor
tissue imaging. Figures 3(a) and (b) show the simulta-
neous SRS images of mouse ear skin at 2940 cm�1 and
2845 cm�1, corresponding to the CH3 stretching vibra-
tion for protein-rich mapping and the CH2 stretching
vibration for lipid-rich mapping, respectively [20].
However, as shown in Figure 3(c), lipid and protein
have severe Raman band overlapping, indicating that
the chemical specificity in Figures 3(a) and (b) is poor.
Based on Equations (1)–(3), with two-color SRS
images and the pure protein and lipid calibration
data, protein ð½c�protein / 5:2S1 � 4:16S2Þ and lipid
ð½c�lipid / 1:2S2 � 0:3S1Þ in the tissue can be quantita-
tively retrieved with high chemical selectivity, as shown
in Figures 3(d) and (e), respectively. In the protein
channel (Figure 3(d)), the hair, which is protein-rich,
generates stronger signals, while in the lipid channel
(Figure 3(e)), the signal from the aggregated lipids
surrounding the hair, secreted by the sebaceous gland,
is much stronger than from the hair itself. Figure 3(f) is
a composite image of the skin protein (red) and lipids
(green), which clearly reveals their relative spatial
distributions. From the intensity profile across the line
indicated in Figure 3(f) as shown in Figure 3(g),
protein and lipid are clearly distinguished with the
linear combination calculation. Figure 3(h) shows the
reconstructed three-color image of the skin sample at a
deeper depth (�50 mm). Condensed fat cells are visu-
alized, between which there are protein-rich network
structures. Note that the third-color image at
2780 cm�1, corresponding to the non-Raman back-
ground (magenta bar in Figure 3(c)), is applied to
detect the two-color TPA signals from blood
(magenta). These TPA signals will appear in all three
channels, making it very convenient for removal
through digital background subtraction.
Simultaneous three-color SRS imaging of skin

1930 F.-K. Lu et al.
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provides the co-distribution of different chemical
species, and may become a valuable tool for the
quantitative study of dermatologic diseases, or for real-
time monitoring of drug delivery efficiency to the
skin [21,22].

4. Discussion and conclusion

In this paper we present a multicolor SRS microscopic
imaging technique. Multicolor imaging at a few par-
ticular Raman vibrational resonances of interest is
acquired simultaneously, and pure chemical species are
quantitatively retrieved using a linear combination
calculation. This method possesses several advantages.
First, the simultaneous acquisition of multicolor
images ensures the exact co-localization or relative
spatial distribution of different Raman oscillators
across the sample. Secondly, since different channels
are working in parallel independently, there is no
additional limit on the scanning speed for label-free
SRS imaging, which allows rapid imaging. Third, in
our experiment, the strip scanning method is used.

For 2D mosaic imaging, this method is superior
because of the absence of intensity heterogeneity in
the stage moving direction compared with the tradi-
tional square tiling method [19]. As another advantage,
along the stage scanning direction, strip scanning, up
to one centimetre, can be readily realized with a much
fast acquisition speed (data not shown).

Note that the number of multicolor channels is
extendable, but is limited by two factors: one is the
restricted spectral bandwidth of the fs laser source, and
the other is the limited channels in the lock-in amplifier
due to its current high cost. More channels provide
more chemical contrasts from the same specimen, and,
in the extreme case, realized with a high-density
photodiode and lock-in amplifier array, the full SRS
spectra with high sensitivity can also be acquired in
parallel, which may play a more important role in
biological and biomedical applications compared with
narrowband imaging. Alternatively, with several syn-
chronized picosecond optical parametric oscillators
(OPOs) or optical parametric amplifiers (OPAs),
instead of the spectrally tailored fs laser source, the
spectral resolution of each peak could be dramatically

Figure 3. Simultaneous two-color SRS images of fresh mouse ear skin at (a) 2940 cm�1 and (b) 2845 cm�1 at a depth of �15 mm.
(c) Raman spectra of lipid, protein and the mouse skin. By calculation using Equations (1)–(3), the pure protein and lipid
distributions could be quantitatively retrieved from the two-color images ((a) and (b)), as shown in (d) and (e), respectively.
(f) Overlay of (d) and (e). (g) The intensity profile across the line indicated in (f) for both protein and lipid. (h) Overlapped
distribution of lipid (green), protein (red) and blood (magenta) retrieved from the simultaneous three-color images (SRS or TPA)
from the same sample at a depth of �50mm with 2940 cm�1, 2845 cm�1 and 2780 cm�1. The average power of each peak in the
comb-shape spectrum of the sample is �15mW. The scale bar is 20 mm.
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improved to 3–5 cm�1. We applied our system to image
freshly excised mouse ear skin, but for too thick tissue
samples with high heterogeneity, multi-scattering may
cause crosstalk between adjacent detectors, which
remains one limitation of the technique at the current
stage. Although the power on the sample in our method
is relatively higher than for single-color imaging, we did
not observe clear photobleaching or photodamage with
the power we used in our experiment.

In conclusion, we demonstrate a simultaneous
multicolor SRS microscopic technique with a grating-
based pulse shaper for excitation and a grating-based
spectrograph for detection for tissue imaging and the
quantitative retrieval of different chemical species with
multiple chemical-selective contrasts. In particular, this
technique can be used for multi-parametric SRS flow
cytometry, in which simultaneous detection is manda-
tory. It is expected that, with increased channels and
improved spectral resolution, this technique could find
more applications in complex and important biological
and biomedical systems.
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